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Abstract: The implementation of neuromorphic methods has delivered promising results for vision
and auditory sensors. These methods focus on mimicking the neuro-biological architecture to generate
and process spike-based information with minimal power consumption. With increasing interest in
developing low-power and robust chemical sensors, the application of neuromorphic engineering
concepts for electronic noses has provided an impetus for research focusing on improving these
instruments. While conventional e-noses apply computationally expensive and power-consuming
data-processing strategies, neuromorphic olfactory sensors implement the biological olfaction
principles found in humans and insects to simplify the handling of multivariate sensory data by
generating and processing spike-based information. Over the last decade, research on neuromorphic
olfaction has established the capability of these sensors to tackle problems that plague the current
e-nose implementations such as drift, response time, portability, power consumption and size.
This article brings together the key contributions in neuromorphic olfaction and identifies future
research directions to develop near-real-time olfactory sensors that can be implemented for a range of
applications such as biosecurity and environmental monitoring. Furthermore, we aim to expose the
computational parallels between neuromorphic olfaction and gustation for future research focusing
on the correlation of these senses.
Keywords: neuromorphic olfaction; electronic nose; biomimetic sensors
1. Introduction
The need to detect the presence of hazardous volatile organic compounds (VOCs) first arose during
the Industrial Revolution and sparked research in gas sensing technology where, initially, the gas
sensors were mainly implemented as mechanical devices [1,2]. Over the last few decades, the market
for gas sensors has been steadily increasing with particular interest in developing inexpensive, small,
real-time and accurate gas sensing systems [3,4]. Recently, the application scope of gas sensing devices
has been extended to other fields such as food safety, bio-security, healthcare and air quality monitoring.
Advances in electronics and computing technologies, along with the increasing scope of application,
led to the development of more sophisticated electronic gas sensors [5].
The introduction of bio-inspired olfaction methods by Persaud and Dodd [6] exposed an entirely
new pathway for the development of electronic nose technology. Gardner and Bartlett defined the
electronic nose system in [1] and identified the sensing front-end and the pattern recognition-based
processing unit as key components for such devices. Sensing front-ends such as chemiresistive sensors
are largely utilized in common e-nose systems. The transduction principle of these chemiresistive
sensors is based on the change in resistance due to chemical interaction with different odours [7].
The chemically interactive material employed in such systems is mainly metal-oxides (MOX) or
conducting polymers (CP) [8]. Metal-oxide sensor arrays are among the most widely used sensing
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front-ends, mainly because of their short response time, high sensitivity and low-cost [8]. One of
the major drawbacks of these sensing arrays, however, is their excessive power consumption due to
the high operating temperatures required. Moreover, the output of these sensors is susceptible to
environmental changes [9]. Conducting polymer sensors are popular for low-power implementations
that require high discrimination capabilities; however, their application is limited by the drift caused
by changes in humidity [5]. Recent progress in electronic sensing technology has resulted in the
development of novel sensing methods based on micro-electro-mechanical systems (MEMS), carbon
nanotubes (CNT) and piezoelectric sensors [7,10].
The information generated by the sensor array could result in a considerable data overhead.
As a potential solution, pre-processing techniques such as dimensionality reduction and feature
extraction can be implemented in conjunction with conventional pattern recognition methods for the
classification and identification of odours [11,12]. These data-intensive processes require substantial
computational power and tend to incur considerable latency, which hinders the real-time operation
of the e-nose systems. Recently, spike-based neuromorphic approaches have led to the development
of novel processing solutions for sensor systems, especially for vision and auditory applications [13,14].
Current artificial olfaction systems emulate the neurobiological architecture of the olfactory pathway.
The introduction of neuromorphic approaches enables the representation of sensory data into sparse
spikes that could encode critical information for classification and identification of odours [15,16].
Low-power spike-based processing and the ability to embed learning algorithms underpin the
application of neuromorphic systems for the development of robust real-time e-noses. In this paper,
we review and analyse major contributions in both conventional and neuromorphic e-noses to identify
current trends and the scope for future developments.
2. Conventional E-Nose Systems
In 1982, Persaud and Dodd [6], proposed a model of an electronic nose that established a generic
architecture for bio-inspired machine olfaction systems. This study emphasized mimicking the
three-level processing of the biological olfactory pathway, which consists of odour receptor neurons
(primary neurons), glomerulus (secondary neurons) and the olfactory cortex. The functions of these
levels were emulated using sensing elements, an amplifier that measures and evaluates sensor
response based on a defined algorithm and a window comparator for classification of the odour.
In order to replicate the high selectivity of mammalian olfaction, multiple semiconductor gas sensors
were organized in an array to exploit the overlapping sensitivity towards different Volatile Organic
Compounds (VOCs). This method facilitated effective discrimination between complex odours.
The term ‘electronic nose’ coined in [6] was formally defined by Gardner and Bartlett in [1].
This definition identified the key building blocks in an artificial olfaction system that can discriminate
between a number of simple and complex odours. The authors describe an electronic nose as a device
comprising of an analogue sensing unit and a digital processing unit [17]. An odour delivery system
and a sensor array formed the analogue sensing unit, whereas the digital processing unit included an
interface for sensing elements that performed analogue-to-digital conversion (ADC), array processing
for the normalization of sensor responses and a memory-based pattern recognition engine that used
previously stored odour ‘fingerprints’ for classification and output prediction (Figure 1).
In later work, Gardner et al. proposed integrating CMOS gas sensor arrays and processing units
on a single chip to develop intelligent olfactory systems such as the nose-on-a-chip [3]. This provided
a practical design for an integrated intelligent sensor that could reduce power consumption and
provide better control over undesirable variations when implemented in a real-world application.
This study particularly highlighted the quintessential properties and functionalities of the integrated
smart sensors for electronic noses and addressed the challenges of applying them in a real-world
environment. Subsequent research on artificial olfactory systems was largely inspired by the analysis
and architectures outlined in these early studies [18].
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2-poly 2-metal process and was able to identify eight different odours. 
Further study regarding the behaviour of the chip while interacting with analytes, its 
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K-Nearest Neighbour (KNN) classification algorithm was implemented on the microprocessor and 
an accuracy in excess of 95% in identifying fruity odours was reported [23]. Inputs from these 
experiments were used to develop the next version of electronic nose system-on-chips (SoC). The  
e-nose chip reported in [24] was comprised of an integrated array of eight multi-walled nanotube 
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The implementation of semiconductor gas sensor arrays as a sensing front-end for electronic
noses resulted in multivariate data output that required complex pattern matching techniques for
processing [19]. As a result, novel methods for signal pre-processing, dimensionality reduction,
classification and regression were developed. Together, these formed the pattern recognition engine
of an artificial olfactory system. Reviews [11,12] provided a detailed description of various methods
and algorithms that were used in the pattern analysis for e-noses. The implementation of multi-stage
pattern analysis methods required substantial computing power [20]. Hence, most of the e-nose
systems adapting such pattern recog ition engines required interfacing with powerful computers in
or er to ru t e patt rn recognition algorithms. This resulted in limited portability of the e-nose device
and hindered its application in a real-world e vironment.
Advancem nts in integrat d-circuit techn logy and Micro-Electro-Mechanical Systems (MEMS)
stimulated re earch into the development of portable electronic nose systems. The i a of a
nose-on-a-chip discussed in [3] was first implemented in silicon by Ta g and Goodman [21]. The i itial
design of the electronic nose chip mentioned in this paper comprised of an on-chip sensor unit,
a signal processing unit, a database unit and a classifier unit. The sensing unit employed three
carbon black-organic polymer sensors that output current signals in response to odour signatures.
These represent odour concentration information and form a three-dimensional odour vector that
is processed in further stages. Adaptive electronic circuits are implemented in the sensing stage to
minimize baseline variations and other background noise. The signal processing unit operates in two
states: the LEARNING state, where the normalized output vector is stored in an eight-bit static random
access memory (SRAM) and the CLASSIFYING state, which includes the calculation of the Euclidean
distance between the normalized signal vector and the data vector. The database unit is implemented
using an SRAM to store and retrieve the normalized output signal vector during the LEARNING and
CLASSIFYING states. The Euclidean distances between the signal and the data vector are compared
and the resultant output is determined in the classifier unit. The chip was fabricated using the 1.2 µm
2-poly 2-metal process and was able to identify eight ifferent odours.
Further study regarding th b haviour of the chip while interacting with anal tes, its dependence
on te perature variations and its power dissipation was published in [22]. A numbe of improvements
were impleme ted, such as reducing th power dissipation by using analogue memory cells to store
the i formation in analogue f rm to eliminate the pow r-hungry A/D and D/A converters. In the
next stage of this research, Tang t al. [23] reported a portable electr nic nose consisting of an array of
eight commercial metal oxide sensors interfaced with an 8051-microprocessor board. The interface
board operated in two modes: adaptation mode, in which the operating conditions are adjusted to
a predefined baseline voltage; and sensing mode, in which analogue voltage output is translated to
digital by A/D converters for further processing. The K-Nearest Neighbour (KNN) classification
algorithm was implemented on the microprocessor and an accuracy in excess of 95% in identifying
fruity odours was reported [23]. Inputs from these experiments were used to develop the next
version of electronic nose system-on-chips (SoC). The e-nose chip reported in [24] was comprised
of an integrated array of eight multi-walled nanotube (MWNT) sensors, an adaptive interface to
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cancel the baseline variations, a low-power 8-bit successive approximation register (SAR) ADC and a
microcontroller implementing the KNN algorithm for classification. The e-nose chip, fabricated in a
TSMC 0.18 µm 1P6M CMOS technology, consumed as little as 1.05 mW.
Along with advances in pattern-matching and processing methods such as multi-layer perceptron,
Artificial Neural Networks (ANN), KNN, Principal Component Analysis (PCA) and cluster
analysis [11,18,25], a considerable amount of research was directed towards improving the selectivity
of sensor arrays by emulating the large number of receptor neurons in the biological pathway. Several
studies implemented the temperature modulation technique to solve this issue [26–28]. This method
is largely based on the principle of periodic sampling of sensor responses at varying temperatures.
The temperature-dependent properties of the physical sensors were utilized to generate dimension-rich
data at various temperatures, where each sensor is treated as a virtual sensor at all these different
temperatures. The bio-inspired method for artificial olfaction proposed by Raman et al. in [26]
utilized the temperature modulation technique for a 16-element metal oxide sensor array with a
MEMS micro heater. The sensor array output was measured across a range of temperatures between
50 ◦C and 500 ◦C at a ramp rate of approximately 5 ◦C/s. A bio-inspired hierarchical processing
method was used to sub-divide the classification tasks for odour categorization. Another application
of temperature-modulation is mentioned in [27]. The authors implemented an oscillation-based
temperature modulating technique where the sensor responses of a 16-element metal oxide sensor
array were measured across a varying temperature range between 100 ◦C and 500 ◦C. The output is
sampled every 0.2 s for a 150 s sinusoidal cycle to obtain 12,000 virtual sensors using 16 physical sensors.
Numerous other approaches have been reported that implemented a pattern-matching method
for the identification and classification of odours [29–35]. Collectively, these studies indicate that the
pattern-recognition engine forms an essential part of the existing electronic nose systems. Such a
method usually consists of several computational stages where certain key parameters from the
sensor information are extracted and utilized for the identification of the odours [12]. Substantial
computing power is required to implement these methods, meaning they can only be implemented on
computers, or microprocessors that can support the high computational requirements. Apart from
being computationally expensive, the utilization of large computing devices restricts the portability of
e-nose systems [36]. Although the e-nose systems implementing temperature modulation generated
multi-dimensional data, the complexity involved in processing this large volume of data, coupled
with the sampling methods, built up a considerable latency. This is among several factors that
limited the application of most of the e-nose systems to a laboratory environment rather than
real-world applications [10,37]. Other bio-inspired approaches such as fuzzy coding to determine
odour concentration and identity information [38,39] were also reported.
3. Neuromorphic Olfactory Systems
The idea of neuromorphic engineering was proposed by Carver Mead in [40]. He highlighted
the efficiency of neuro-biological systems while performing complex tasks such as motor movements
based on visual/auditory sensing. This unconventional science takes inspiration from the computing
principles of neuro-biological architecture to design analog Very-Large-Scale Integration (aVLSI)
circuits. The attributes of neuromorphic systems such as spike-based sparse output generation
and low-power consumption stimulated research to develop neuromorphic sensing systems that
emulated the operating principles of biological sensory systems [37]. More recently, the implementation
of neuromorphic engineering methods has contributed significantly towards the development of
ultra-low power vision and auditory sensors such as the dynamic vision sensor (DVS) [41], the dynamic
active vision sensor (DAVIS) [42] and the AEREAR [43].
The conventional e-nose systems were mainly data-driven, where the prime focus was to acquire
detailed sensing information, select the odour-descriptive parameters and process this information for
classification and identification [44]. However, neuromorphic methods focus on reducing the data by
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encoding only necessary information in the form of spikes, which simplifies the sensory information
processing and allows implementation of learning algorithms.
The advantages offered by the neuromorphic approach coupled with recent progress in the
understanding of the biological olfactory pathway stimulated application of these concepts for artificial
olfactory systems [45]. In biology, a large number of Odour Receptor Neurons (ORNs)—that form the
front-end of the mammalian olfactory pathway—are responsible for transduction of odour information
in the form of spike trains. Information such as the membrane potential of the depolarized receptor
neuron and the latency between spikes is encoded in the spike trains that enables the higher brain
areas to process the information for identification and classification of odours [46,47].
The detailed review by Pearce in [18,48], explained the neuro-biological computations of the
olfactory pathway and compared them with conventional pattern-matching methods to expose several
avenues for future research in machine olfaction. These included the design of a hybrid sensing
platform, emulating the dynamic range and wide selectivity of biological receptors, replicating
the converging flow of sensory information in the biological olfactory pathway and implementing
computational neuronal models instead of traditional pattern-matching. This further underpinned the
need to apply novel bio-inspired methods for data representation and processing in machine olfaction.
3.1. Mammalian-Inspired Olfactory Systems
Although progress towards implementing neuromorphic approaches for e-nose systems started in
the early 2000s, the first such implementation in silicon was carried out by Koickal et al. in 2006 [49,50].
This aVLSI implementation comprised an on-chip chemosensor array, interface circuitry and a
neuromorphic olfactory model integrated on a single chip fabricated using the AMS 0.6 µm CMOS
technology (Figure 2) [16]. The heterogeneous chemosensor array integrated both chemFET and
chemiresistive elements on a single platform [51]. Thin films of different carbon black (CB) polymers
deposited across the 70 sensing elements of the array formed the chemically interactive material.
However, the combination of chemFET and chemiresistive elements in a heterogeneous sensor array
introduced undesirable baseline variations, mainly due to the requirements of different operating
conditions and the poisoning effect during the post-processing of sensor elements [52]. Thus, a smart
interface circuitry was designed and integrated with each sensor element to dynamically measure and
cancel the variations in the baseline voltages.
The pre-processed chemosensory signals formed the input for the Olfactory Receptor Neuron
(ORN) models that further translated these signals into spike-trains [53]. The projection neurons
(PNs) form the second layer of the olfactory model. The spiking output from ORNs of similar types is
integrated at a PN, which in turn drives the system output. The lateral inhibitory neurons implemented
at this layer compete with other PNs to deliver improved selectivity through sharpened output patterns.
One of the highlights of this olfactory model is the implementation of on-chip Spike-Time Dependent
Plasticity (STDP) learning that improves the classification of odours using weight adaptations to learn
odorant features [16].
While this research was effective in emulating major components of the biological olfactory
architecture using neuromorphic methods, several issues – such as the component mismatch inherent
in analog designs, compensation of baseline variation due to long-term drift and sensor poisoning
and inconsistent behaviour of conducting polymer sensors under varying temperature and humidity
conditions—were not addressed [54]. Although the shortcomings of this approach restricted the
application of this model to solve real-world problems, it laid a strong foundation for future research
in implementing neuromorphic models for artificial olfaction [49].
In contrast to the idea of emulating the entire biological olfactory pathway, research led by Bermak
and colleagues [44,54–59] stressed the implementation of only the key computational principles that
can be practically integrated in silicon. The CMOS chip designed by Ng et al. [54] utilized spike-latency
encoding to develop novel solutions for gas identification in an e-nose system. A 4 × 4 tin-oxide gas
sensor array, designed and fabricated using an in-house 5 µm, 2-metal, 1 poly process, formed the
Sensors 2017, 17, 2591 6 of 16
sensing front-end of a microelectronic nose. Each row of the sensor array, which consists of a metal
catalyst (Pt, Ag, or Au), formed a “group” that exhibited similar drift behaviour. The ion implantation
(B, P, or H) within each group created the sensor diversity required for broad selectivity and sensitivity
to different target gases. A resistance-to-time conversion unit was implemented as part of the readout
circuit that digitizes the resistance changes of each sensor element to spike trains. The methodology
implemented for resistance-to-spike conversion cancelled the effect of concentration variations on the
spike firing order and was proved by mathematical modelling in [55]. The spike pattern generated
across each group of sensors corresponds to a unique 2-D rank order signature that can be defined for
a specific gas. The processing unit compares the spatio-temporal spike pattern input to the pre-stored
signatures in a reference library using simple XOR gates to identify the target gas.
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This idea was further improved in [56] where the authors incorporated the biological concept
of glomerular convergence by defining each group of sensors as a glomerulus. The latency between
the spiking of each glomerulus is an elementary unit of the olfactory code [44,47]. Similar processing
techniques using a reference library and a simple pattern-matching unit were applied to identify
the target gases. The spike-latency coding for the identification of propane, ethanol and carbon
dioxide achieved a corrected detection rate of 94.9%. This figure rose to 100% for glomerular latency
coding [56,57]. Recent progress reported under this research includes the development of bio-inspired
rank-order-based classifiers [58] and the implementation of weighted binary decision codes [60] for
gas identification using a commercial gas sensor array.
The NEUROCHEM project, led by a number of European universities, started with the idea of
modelling the vast selectivity and sensitivity of the olfactory epithelium of vertebrates and insects by
developing a large-scale chemical sensor array [61]. The sensing front-end, composed of 65,536 sensor
elements, was implemented using a modular approach in which each sensor module was comprised
of 4096 polymer sensors. Broad and overlapping specificity to a wide range of volatile compounds
was achieved by utilizing 31 different conducting polymer-based sensing materials. The read-out
electronic circuit required two motherboards to drive and read the data from 16 sensor modules with
a commercial National Instruments USB-6251board used for data acquisition and synchronization.
The sensor data processing was based on software models of the vertebrate olfactory system that
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were developed and encoded in a custom GNU/Linux image. Although the biomimetic large-scale
sensor array was a crucial step towards replicating the vast sensing capabilities of biological olfactory
epithelium, the practical application of this system was limited, mainly due to the bulky design of the
entire operational system restricting its portability [62].
3.2. Insect-Inspired Olfactory Systems
The olfactory path of insects has truly remarkable capabilities that enable them to perform
highly specialized tasks such as finding mates, localizing food and detecting threats. More recently,
researchers have taken great interest in replicating the neuro-computational architecture of the olfactory
system of insects—especially the functionalities of antennal lobe (AL)—using aVLSI concepts [63].
Research by Beyeler et al. [64] explored the plausibility of a hardware emulation of the biological
olfactory processing in the AL of the Drosophila melanogaster known generally as the common fruit
fly. The proposed network architecture utilized the neurophysiological responses of the Drosophila’s
ORNs extracted from an odorant response database as input data. The behaviour of the network was
studied by implementing it using linear simulation, a software-based spiking simulation with the
integrate-and-fire neurons and VLSI spiking emulation using two neuromorphic chips. This study
demonstrated the importance of global feed-forward inhibition, showing that odour discriminability
can be enhanced by increasing the vector-angles between odour pairs. As the prime focus of this
research was the detailed bio-mimicry of the insect olfactory system and odour data transformations,
the scope of application of this system for odour classification was very limited.
Research by Schmuker and Schneider [65] was directed towards the practical implementation of
neurobiological computational principles of the insect olfactory system to develop neural networks
for the processing and classification of odour data. The authors proposed a simplified three-stage
processing and classifying architecture that mimicked the biological computation principles of the
insect olfactory system. In the first stage, the behaviour of biological ORNs was implemented
using “virtual receptors” that encode the stimulus odour data in the form of activation patterns.
The correlation-based lateral inhibition among the glomerulus structures is implemented in the second
stage to de-correlate the input vector. This further sharpens the responses of the virtual receptors
to improve differentiation between similar odours. The third stage implements a pattern-matching
technique—in this case a Naïve-Bayes classifier—and machine learning that assigns odour quality to
the processed vector thereby aiding in the classification of odours.
Taking inputs from this research and the biological study of the honeybee’s olfactory system,
Häusler et al. [66] developed a spiking neural network that replicated the multi-stage processing
architecture of the honeybee’s olfactory pathway in order to resemble a deep-learning architecture.
While the concepts applied for input data transformation and lateral inhibition are similar to those
mentioned in [65], this research introduced supervised learning for the classification stage based
on reward-dependent plasticity. This network was simulated using neuromorphic software tools
such as PyNN and NEURON and the performance was comparable to a Naive Bayes classifier.
Implementation of inhibitory Spike-Timing Dependent Plasticity (iSTDP) for unsupervised learning in
the lateral inhibition was also explored in [67]. Later in the research, this network was deployed on
Spikey [68], an aVLSI neuromorphic chip, to determine its performance in a real-world application.
The authors highlighted the robust performance of the classifier network, despite variabilities such
as temporal noise and device mismatch in the hardware system. As reported in [69], a classification
accuracy of 87–96% was obtained for different sets of input data. More recently, further developments
in this research utilized the responses of metal oxide sensors for training and input data. The spiking
neural network, when simulated on a fast GPU and trained to identify 20 different chemical odours,
delivered 92% accuracy within the first 30 s of exposure to the odour stimulus [70].
In summary, the neuromorphic trend in artificial olfactory systems started with the idea
of emulating the working principles of the entire biological olfactory pathway. A number of
studies [16,64,71,72] presented neuromorphic solutions for artificial olfaction with high levels of
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biorealism. The technical limitations and the complexity involved in mimicking the biological counterparts
impeded the performance of these system for classification and identification of odours [54]. Due to
these factors, research in neuromorphic olfaction either focused on modular developments (either
sensing front-end [51,61,73,74] or processing unit [24,67,75–78]) or emulating only the neurobiological
computation principle that can be practically implemented in silicon. The major contributions in
neuromorphic olfaction are listed in Table 1. The application of neuromorphic concepts has enabled the
encoding of large volumes of multivariate data into spike-based sparse information, thus considerably
reducing the complexity involved in sensory data processing [79]. Moreover, the implementation of
learning algorithms introduces robustness in neuromorphic olfactory systems against drift and other
transient noise [16]. Current research in neuromorphic olfactory systems has a focus on applications to
solve real-world problems in real-time with maximum accuracy.
Table 1. Major contributions in neuromorphic olfaction.
Published Date Authors Contribution Reference
July 2006 Raman et al. Biologically inspired olfactory coding model [80]
January 2007 Koickal et al. aVLSI adaptive neuromorphic olfaction chip [16]
May 2007 Guerrero-Riveraand Pearce Olfactory bulb model using spiking FPGA [72]
October 2007 Schmuker andSchneider
Three-layered processing and classification model of insect
olfactory system [65]
November 2010 Beyeler et al. Software simulation and hardware model of the AL of theDrosophila melanogaster [64]
May 2011 Hausler et al. Deep learning SNN based on the olfactory system of the honeybee [66]
July 2011 Ng et al. A CMOS gas recognition chip based on 2D spatio-temporalspike signatures [54]
January 2012 Yamani et al. Extension of [54] by implementing glomerular latency coding [56]
June 2012 Imam et al. Emulation of mammalian olfactory glomerular layer using digitalneuromorphic chip [71]
July 2012 Hsieh and Tang SNN chip based on subthreshold oscillation and onset latency forodour classification [77]
November 2012 Bernabei et al. Large-scale biomimetic sensor array (NEUROCHEM project) [74]
July 2013 Pearce et al. Neuromorphic spiking model of the insect antennal lobe macroglomerular complex [81]
November 2013 Kasap andSchmuker
Unsupervised learning based on iSTDP in a SNN inspired by the
insect AL [67]
December 2013 Schmuker et al. Implementation of a SNN described in [65] on Spikey,a neuromorphic hardware system [69]
January 2016 Diamond et al. Implementation of bioinspired SNN described in [69] forclassification of real-time sensor data [70]
November 2016 Jing et al. Bioinspired signal processing method for e-noses based on olfactorybulb model [82]
4. Potential Sensing Front-Ends for Neuromorphic Olfaction
The sensing front-end is a crucial aspect of any e-nose system as it defines the signal conditioning
and processing methods that can operate on the sensory response. As stated in [49], a neuromorphic
sensing front-end that implements the neuronal functionality of ORNs is yet to be developed.
Until recently, e-nose systems mostly employed either, or a combination of, metal oxide sensors
and conducting polymer sensors, broadly classified as chemiresistive sensors, as sensing front-ends [5].
Recent advancements in material sciences and nanotechnology have led to the development of novel
sensing technologies such as multi-walled carbon nanotubes (MWNT) [83] and gold nanoparticle [84].
As a result, recently developed sensing front-ends exhibit improved selectivity and sensitivity
characteristics that can be used in conjunction with spike-based processing.
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4.1. MEMS Sensors
A MEMS-based micro sensor array utilized for non-invasive detection of disease biomarkers
through real-time breath monitoring is mentioned in [85]. The sensor array consists of 16 chemiresistive
sensing elements arranged in a 4 × 4 configuration. Each sensor element is a micro-hotplate platform
with different sensing material, mainly metal-oxides, deposited on them that introduces wide selectivity
to different odorants. The ability to address each of the sensors individually is a key factor that can
be exploited to integrate to an Address-Event-Representation (AER)-based interface while applying
this sensing front-end in a neuromorphic olfactory system. A metal-oxide sensor, described in [86],
based on similar micro-heater implementation can be utilized in an array configuration to generate
activation patterns that can be deployed in a neuromorphic olfactory system.
4.2. MOX Sensors
Novel methods to improve selectivity, sensitivity and stability of traditional metal-oxide sensors
have been actively researched. As the output response of metal-oxide sensors largely depends on
the area exposed to the target gas, advanced nanofabrication methods are utilized to develop gas
sensors with thin films of metal-oxide that enables a large area of the sensing film to be exposed to
the target gas [87]. An e-nose system employing a thin film metal-oxide based gas micro sensor array
is described in [88]. The front-end embedded system includes a customised A/D converter that can
digitise minute resistance variations and a smart interface circuit to tackle drift and transient noise.
The advantages of implementing a thin film metal-oxide gas sensor, such as quick response time
and ability to extend selectivity through easy control of dopants, can be crucial in a neuromorphic
olfactory system. The application of a spike-based approach and learning methods can further enhance
the sensitivity and selectivity to substantially improve odour classification. Current research in the
development of metal-oxide nanowire based sensors [89] has delivered promising results for potential
application in micro-electronic noses in the near future.
4.3. CNT Sensors
Advancements in material science in conjunction with nanotechnology developments have
resulted in increasing application of carbon nanotubes for electronic sensing, mainly due to its better
conductivity properties than carbon black. The application of MWNT sensors in a portable electronic
nose is described in [90–92]. The MWNT-polymer-sensor array chip (Figure 3) comprised of eight
independent sections with coatings of different polymer sensing materials. The undesirable effects of
temperature and humidity variations and background odours were minimized by implementing a
bio-inspired fast readout circuit that was interfaced with the sensor array chip.
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A previously tested traditional pattern-matching algorithm [23] was implemented for odour
identification. There is promising scope to improve these outcomes through integration with a
neuromorphic processor, such a neuromorphic olfactory system can vastly benefit from the salient
features of the CNT-polymer composite sensors such as ultra-sensitivity, quick response time,
reproducibility and long-term stable output. This research group also explored the properties
of single-walled carbon nanotube networks and assessed its performance for a gas sensing
application in [93]. Several other studies have investigated the application of CNTs for gas sensing
implementations [83].
4.4. Front-End and Pre-Processing Integration
Traditionally, key functionalities of gas sensing front-ends were limited to A/D conversion and
signal conditioning [94]. A recent study towards development of a bio-inspired analogue front-end
is reported in [73]. The authors proposed an integrated bio-inspired parameter extraction technique
that encodes key gas-identifying parameters into spike patterns. The implementation of online
learning methods enables adaptation to varying conditions that aids in determining shift in some
parameters due to transient noise. The 6-channel analogue front-end, with a metal-oxide gas sensor
array, is fabricated using TSMC 65 nm low-power CMOS technology. The power consumption of the
front-end is as low as 463 nW/channel in the normal mode and 519 nW/channel in the training mode.
The application of such a front-end in a neuromorphic olfactory system can substantially reduce the
overhead of applying parameter extraction and dimensionality reduction methods as a part of the
processing unit. Furthermore, the spike-based output of the front-end can contribute towards reducing
latency due to signal transformation during the processing stage.
5. Conclusions and Future Research
E-nose technology has evolved drastically in the last decade, mainly due to the advancement
of computing methods complemented by developments in material sciences. The application of
bio-inspired computing techniques in e-nose devices brought a complete paradigm shift from the
traditional single-channel gas sensing methods. The introduction of sensor arrays enhanced the
selectivity and sensitivity of the sensing front-end, thus generating dimension-rich multi-variate data
that could be processed using bio-inspired pattern-matching techniques [26]. Recent advancements
in neuromorphic engineering led to the development of a new generation of e-noses that attempts to
emulate the biological olfactory pathway.
The application of neuromorphic approaches to artificial olfactory systems has two advantages.
Firstly, the representation of large volumes of multivariate data in spikes enables efficient encoding of
critical information such as time-to-spike and odour concentration. This further reduces the processing
overhead by avoiding the dimensionality reduction and feature extraction stages [56]. Secondly,
the spike-based representation of sensory data enables implementation of learning algorithms that
aids in minimizing undesired effects of thermal noise and drift [77].
Initially, neuromorphic olfactory systems mainly focused on emulating all the aspects of the biological
olfactory pathway at a high level of abstraction. However, these systems failed to demonstrate
substantial improvement in performance for classification and identification of odours [56]. Further
research in neuromorphic olfaction focused on emulating only the underlying biological computational
principles that can be integrated in a chip. This resulted in several modular developments where
the prime focus was to either develop a sensing front-end with spike-based output or a spike-based
processing unit. Over the last decade, numerous developments in neuromorphic olfactory systems
have been reported but unfortunately only a few of these implementations have demonstrated
feasibility for a real-world application [79]. While certain limitations of neuromorphic olfactory
systems, such as improving signal-to-noise ratio and minimizing the effect of long term drift, are being
actively researched, the real-time operation of these systems has not really been addressed in current
studies [59]. The exposure time required by most of the neuromorphic olfactory systems for reliable
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odour identification causes considerable latency [79]. Implementing learning methods and parallel
processing across multiple input channels [95] are a few of the possible solutions that can enable the
olfactory system to determine at least the class of the odour in real-time. For critical applications such
as bio-security, even the identification of odour class is of paramount importance.
The equivalent research in neuromorphic vision and auditory sensors has been underpinned by
the performance benchmarks set by the key contributions such as DVS and AEREAR [37]. In most
cases, the performance of the neuromorphic olfactory systems has been determined under ideal
laboratory conditions [54,96,97]. The accuracy of such systems when exposed to real-world data
with considerable background noise cannot be evaluated for benchmarking. The implementation
of a robust neuromorphic olfactory system by integration of modular developments can contribute
towards determining performance benchmarks for olfactory systems.
Biological research has demonstrated the correlation between olfaction and gustation and the
existence of computational parallels in higher brain areas [98]. The advancements in neuromorphic
olfactory processing have exposed an interesting avenue for research where similar computational
principles can be applied to develop neuromorphic gustatory sensors. Traditionally, electronic
tongues have been mainly applied to determine tastes of different compounds [99]. With appropriate
sensing front-ends, the application of spike-based neuromorphic gustatory sensors can be extended to
determine the chemical composition of liquids. More recently, implementation of e-noses in conjunction
with e-tongues have been reported for applications such as food quality assessment [99–102]. Based on
similar concepts, correlation of neuromorphic gustation and olfaction can expose numerous research
avenues for future work.
Author Contributions: All the authors have contributed equally towards this paper.
Conflicts of Interest: The authors declare no conflict of interest.
References
1. Gardner, J.W.; Bartlett, P.N. A brief history of electronic noses. Sens. Actuators B Chem. 1994, 18, 210–211.
[CrossRef]
2. Moncrieff, R. An instrument for measuring and classifying odors. J. Appl. Physiol. 1961, 16, 742–749.
[PubMed]
3. Gardner, J.; Cole, M.; Udrea, F. Cmos gas sensors and smart devices. In Proceedings of the 2002 IEEE Sensors,
Orlando, FL, USA, 12–14 June 2002; pp. 721–726.
4. Wilson, A.D.; Baietto, M. Applications and advances in electronic-nose technologies. Sensors 2009, 9,
5099–5148. [CrossRef] [PubMed]
5. James, D.; Scott, S.M.; Ali, Z.; O’Hare, W.T. Chemical sensors for electronic nose systems. Microchim. Acta
2005, 149, 1–17. [CrossRef]
6. Persaud, K.; Dodd, G. Analysis of discrimination mechanisms in the mammalian olfactory system using a
model nose. Nature 1982, 299, 352–355. [CrossRef] [PubMed]
7. Liu, X.; Cheng, S.; Liu, H.; Hu, S.; Zhang, D.; Ning, H. A survey on gas sensing technology. Sensors 2012, 12,
9635–9665. [CrossRef] [PubMed]
8. Arshak, K.; Moore, E.; Lyons, G.M.; Harris, J.; Clifford, S. A review of gas sensors employed in electronic
nose applications. Sens. Rev. 2004, 24, 181–198. [CrossRef]
9. Meier, D.C.; Raman, B.; Semancik, S. The life cycle of metal oxide sensors. Microsc. Microanal. 2008, 14,
230–231. [CrossRef]
10. Gutierrez, J.; Horrillo, M.C. Advances in artificial olfaction: Sensors and applications. Talanta 2014, 124,
95–105. [CrossRef] [PubMed]
11. Gutierrez-Osuna, R. Pattern analysis for machine olfaction: A review. IEEE Sens. J. 2002, 2, 189–202.
[CrossRef]
12. Marco, S.; Gutierrez-Galvez, A. Signal and data processing for machine olfaction and chemical sensing:
A review. IEEE Sens. J. 2012, 12, 3189–3214. [CrossRef]
Sensors 2017, 17, 2591 12 of 16
13. Smith, L.S. Neuromorphic systems: Past, present and future. In Brain Inspired Cognitive Systems 2008;
Hussain, A., Aleksander, I., Smith, L.S., Barros, A.K., Chrisley, R., Cutsuridis, V., Eds.; Springer: New York,
NY, USA, 2010; pp. 167–182.
14. Liu, S.-C.; Delbruck, T. Neuromorphic sensory systems. Curr. Opin. Neurobiol. 2010, 20, 288–295. [CrossRef]
[PubMed]
15. Firestein, S. How the olfactory system makes sense of scents. Nature 2001, 413, 211–218. [CrossRef] [PubMed]
16. Koickal, T.J.; Hamilton, A.; Tan, S.L.; Covington, J.A.; Gardner, J.W.; Pearce, T.C. Analog vlsi circuit
implementation of an adaptive neuromorphic olfaction chip. IEEE Trans. Circuits Syst. I Regul. Pap.
2007, 54, 60–73. [CrossRef]
17. Gardner, J.W.; Bartlett, P.N. Electronic Noses: Principles and Applications; Oxford University Press: New York,
NY, USA, 1999.
18. Pearce, T.C. Computational parallels between the biological olfactory pathway and its analogue the electronic
nose: Part II. Sensor-based machine olfaction. Biosystems 1997, 41, 69–90. [CrossRef]
19. Hopfield, J.J. Odor space and olfactory processing: Collective algorithms and neural implementation.
Proc. Natl. Acad. Sci. USA 1999, 96, 12506–12511. [CrossRef] [PubMed]
20. Gardner, J.W. Review of conventional electronic noses and their possible application to the detection of
explosives. In Electronic Noses & Sensors for The detection of Explosives; Gardner, J.W., Yinon, J., Eds.; Springer:
Dordrecht, The Netherlands, 2004; pp. 1–28.
21. Tang, K.-T.; Goodman, R.M. Electronic olfaction System on a chip. In Proceedings of the SCI2001/ISAS2001
International Conference on Information Systems, Analysis and Synthesis, Orlando, FL, USA, 22–25 July
2001; p. 534.
22. Tang, K.T.; Goodman, R.M. Towards a wearable electronic nose chip. In Proceedings of the Custom Integrated
Circuits Conference, San Jose, CA, USA, 10–13 September 2006; pp. 273–276.
23. Tang, K.T.; Chiu, S.W.; Pan, C.H.; Hsieh, H.Y.; Liang, Y.S.; Liu, S.C. Development of a portable electronic nose
system for the detection and classification of fruity odors. Sensors 2010, 10, 9179–9193. [CrossRef] [PubMed]
24. Tang, K.T.; Chiu, S.W.; Chang, M.F.; Hsieh, C.C.; Shyu, J.M. A wearable electronic nose soc for healthier
living. In Proceedings of the 2011 IEEE Biomedical Circuits and Systems Conference (BioCAS), San Diego,
CA, USA, 10–12 November 2011; pp. 293–296.
25. Chiu, S.W.; Tang, K.T. Towards a chemiresistive sensor-integrated electronic nose: A review. Sensors 2013, 13,
14214–14247. [CrossRef] [PubMed]
26. Raman, B.; Hertz, J.L.; Benkstein, K.D.; Semancik, S. Bioinspired methodology for artificial olfaction.
Anal. Chem. 2008, 80, 8364–8371. [CrossRef] [PubMed]
27. Far, A.B.; Flitti, F.; Guo, B.; Bermak, A. A bio-inspired pattern recognition system for tin-oxide gas sensor
applications. IEEE Sens. J. 2009, 9, 713–722. [CrossRef]
28. Raman, B.; Shenoy, R.; Meier, D.C.; Benkstein, K.D.; Semancik, S. A mems-based approach that uses
temperature-dependent sensing responses to recognize chemical targets in untrained backgrounds.
In Proceedings of the 2010 IEEE Sensor, Kona, HI, USA, 1–4 November 2010; pp. 1262–1266.
29. Wyszynski, B.; Nakamoto, T. Linking biological and artificial olfaction: Biomimetic quartz crystal
microbalance odor sensors. IEEJ Trans. Electr. Electron. Eng. 2009, 4, 334–338. [CrossRef]
30. Tang, K.T.; Lin, Y.S.; Shyu, J.M. A local weighted nearest neighbor algorithm and a weighted and constrained
least-squared method for mixed odor analysis by electronic nose systems. Sensors 2010, 10, 10467–10483.
[CrossRef] [PubMed]
31. Tang, K.T.; Li, C.H.; Chiu, S.W. An electronic-nose sensor node based on a polymer-coated surface acoustic
wave array for wireless sensor network applications. Sensors 2011, 11, 4609–4621. [CrossRef] [PubMed]
32. Choi, S.I.; Jeong, G.M.; Kim, C. Classification of odorants in the vapor phase using composite features for a
portable e-nose system. Sensors 2012, 12, 16182–16193. [CrossRef] [PubMed]
33. Dentoni, L.; Capelli, L.; Sironi, S.; Del Rosso, R.; Zanetti, S.; Della Torre, M. Development of an electronic
nose for environmental odour monitoring. Sensors 2012, 12, 14363–14381. [CrossRef] [PubMed]
34. Kim, E.; Lee, S.; Kim, J.H.; Kim, C.; Byun, Y.T.; Kim, H.S.; Lee, T. Pattern recognition for selective odor
detection with gas sensor arrays. Sensors 2012, 12, 16262–16273. [CrossRef] [PubMed]
35. Kaplan, B.A.; Lansner, A. A spiking neural network model of self-organized pattern recognition in the early
mammalian olfactory system. Front. Neural Circuits 2014, 8. [CrossRef] [PubMed]
Sensors 2017, 17, 2591 13 of 16
36. Raman, B.; Stopfer, M.; Semancik, S. Mimicking biological design and computing principles in artificial
olfaction. ACS Chem. Neurosci. 2011, 2, 487–499. [CrossRef] [PubMed]
37. Vanarse, A.; Osseiran, A.; Rassau, A. A review of current neuromorphic approaches for vision, auditory and
olfactory sensors. Front. Neurosci. 2016, 10. [CrossRef] [PubMed]
38. Sandström, M.; Proschinger, T.; Lansner, A. Fuzzy interval representation of olfactory stimulus concentration
in an olfactory glomerulus model. BMC Neurosci. 2008, 9, P123. [CrossRef]
39. Sandström, M.; Proschinger, T.; Lansner, A. A bulb model implementing fuzzy coding of odor concentration.
In Proceedings of the 13th International Symposium on Olfaction and Electronic Nose, Brescia, Italy,
15–17 April 2009; pp. 159–162.
40. Mead, C. Neuromorphic electronic systems. Proc. IEEE 1990, 78, 1629–1636. [CrossRef]
41. Lichtsteiner, P.; Posch, C.; Delbruck, T. A 128 × 128 120 dB 15 µs latency asynchronous temporal contrast
vision sensor. IEEE J. Solid-State Circuits 2008, 43, 566–576. [CrossRef]
42. Brandli, C.; Berner, R.; Minhao, Y.; Shih-Chii, L.; Delbruck, T. A 240 × 180 130 dB 3 µs latency global shutter
spatiotemporal vision sensor. IEEE J. Solid-State Circuits 2014, 49, 2333–2341. [CrossRef]
43. Liu, S.C.; Schaik, A.V.; Mincti, B.A.; Delbruck, T. Event-based 64-channel binaural silicon cochlea with
Q enhancement mechanisms. In Proceedings of the 2010 IEEE International Symposium on Circuits and
Systems, Paris, France, 30 May–2 June 2010; pp. 2027–2030.
44. Bermak, A.; Hassan, M.; Pan, X. Artificial olfactory systems. In Handbook of Biochips: Integrated Circuits and
Systems for Biology and Medicine; Sawan, M., Ed.; Springer: New York, NY, USA, 2015; pp. 1–20.
45. Persaud, K.C.; Marco, S.; Gutierrez-Galvez, A. Neuromorphic Olfaction; CRC Press: Boca Raton, FL, USA, 2013.
46. Narusuye, K.; Kawai, F.; Miyachi, E.-I. Spike encoding of olfactory receptor cells. Neurosci. Res. 2003, 46,
407–413. [CrossRef]
47. Martinelli, E.; Polese, D.; Dini, F.; Paolesse, R.; Filippini, D.; Lundstrom, I.; Di Natale, C. An investigation on
the role of spike latency in an artificial olfactory system. Front. Neuroeng. 2011, 4, 16. [CrossRef] [PubMed]
48. Pearce, T.C. Computational parallels between the biological olfactory pathway and its analogue the electronic
nose: Part I. Biological olfaction. Biosystems 1997, 41, 43–67. [CrossRef]
49. Chicca, E.; Schmuker, M.; Nawrot, M. Neuromorphic sensors, olfaction. In Encyclopedia of Computational
Neuroscience; Jaeger, D., Jung, R., Eds.; Springer: New York, NY, USA, 2013; pp. 1–7.
50. Koickal, T.J.; Hamilton, A.; Pearce, T.C.; Tan, S.-L.; Covington, J.A.; Gardner, J.W. Analog VLSI design of an
adaptive neuromorphic chip for olfactory systems. In Proceedings of the 2006 IEEE International Symposium
on Circuits and Systems (ISCAS 2006), Island of Kos, Greece, 21–24 May 2006; pp. 4547–4550.
51. Covington, J.A.; Tan, S.; Gardner, J.; Hamilton, A.; Koickal, T.; Pearce, T. Combined smart chemfet/resistive
sensor array. In Proceedings of the 2003 IEEE Sensors, Toronto, ON, Canada, 22–24 October 2003; pp. 1120–1123.
52. Koickal, T.J.; Hamilton, A.; Tan, S.L.; Covington, J.; Gardner, J.W.; Pearce, T. Smart interface circuit
to ameliorate loss of measurement range in chemical microsensor arrays. In Proceedings of the 2005
IEEE Instrumentation and Measurement Technology Conference, Ottawa, ON, Canada, 16–19 May 2005;
pp. 548–550.
53. Pearce, T.C.; Fulvi-Mari, C.; Covington, J.A.; Tan, F.S.; Gardner, J.W.; Koickal, T.J.; Hamilton, A. Silicon-based
neuromorphic implementation of the olfactory pathway. In Proceedings of the 2nd International IEEE EMBS
Conference Neural Engineering, Arlington, VA, USA, 16–19 March 2005; pp. 307–312.
54. Ng, K.T.; Boussaid, F.; Bermak, A. A cmos single-chip gas recognition circuit for metal oxide gas sensor
arrays. IEEE Trans. Circuits Syst. I Regul. Pap. 2011, 58, 1569–1580. [CrossRef]
55. Hung Tat, C.; Kwan Ting, N.; Bermak, A.; Law, M.K.; Martinez, D. Spike latency coding in biologically
inspired microelectronic nose. IEEE Trans. Biomed. Circuits Syst. 2011, 5, 160–168.
56. Yamani, J.A.; Boussaid, F.; Bermak, A.; Martinez, D. Glomerular latency coding in artificial olfaction.
Front. Neuroeng. 2011, 4, 18. [CrossRef] [PubMed]
57. Yamani, J.H.J.A.; Boussaid, F.; Bermak, A.; Martinez, D. Bio-inspired gas recognition based on the
organization of the olfactory pathway. In Proceedings of the 2012 IEEE International Symposium on
Circuits and Systems, Seoul, Korea, 20–23 May 2012; pp. 1391–1394.
58. Hassan, M.; Bermak, A. Biologically inspired feature rank codes for hardware friendly gas identification
with the array of gas sensors. IEEE Sens. J. 2016, 16, 5776–5784. [CrossRef]
59. Ait Si Ali, A.; Djelouat, H.; Amira, A.; Bensaali, F.; Benammar, M.; Bermak, A. Electronic nose system on the
zynq soc platform. Microprocess. Microsyst. 2017, 53, 145–156. [CrossRef]
Sensors 2017, 17, 2591 14 of 16
60. Hassan, M.; Umar, M.; Bermak, A. Computationally efficient weighted binary decision codes for gas
identification with array of gas sensors. IEEE Sens. J. 2017, 17, 487–497. [CrossRef]
61. Marco, S.; Gutiérrez-Gálvez, A.; Lansner, A.; Martinez, D.; Rospars, J.P.; Beccherelli, R.; Perera, A.; Pearce, T.C.;
Verschure, P.F.M.J.; Persaud, K. A biomimetic approach to machine olfaction, featuring a very large-scale
chemical sensor array and embedded neuro-bio-inspired computation. Microsyst. Technol. 2013, 20, 729–742.
[CrossRef]
62. Pearce, T.C.; Schiffman, S.S.; Nagle, H.T.; Gardner, J.W. Handbook of Machine Olfaction: Electronic Nose
Technology; John Wiley & Sons: Hoboken, NJ, USA, 2006.
63. Persaud, K.C. Biomimetic olfactory sensors. IEEE Sens. J. 2012, 12, 3108–3112. [CrossRef]
64. Beyeler, M.; Stefanini, F.; Proske, H.; Galizia, G.; Chicca, E. Exploring olfactory sensory networks: Simulations
and hardware emulation. In Proceedings of the 2010 IEEE Biomedical Circuits and Systems Conference
(BioCAS), Paphos, Cyprus, 3–5 November 2010; pp. 270–273.
65. Schmuker, M.; Schneider, G. Processing and classification of chemical data inspired by insect olfaction.
Proc. Natl. Acad. Sci. USA 2007, 104, 20285–20289. [CrossRef] [PubMed]
66. Hausler, C.; Nawrot, M.P.; Schmuker, M. A spiking neuron classifier network with a deep architecture
inspired by the olfactory system of the honeybee. In Proceedings of the 2011 5th International IEEE/EMBS
Conference on Neural Engineering (NER), Cancun, Mexico, 27 April–1 May 2011; pp. 198–202.
67. Kasap, B.; Schmuker, M. Improving odor classification through self-organized lateral inhibition in a spiking
olfaction-inspired network. In Proceedings of the 2013 6th International IEEE/EMBS Conference on Neural
Engineering (NER), San Diego, CA, USA, 6–8 November 2013; pp. 219–222.
68. Pfeil, T.; Grübl, A.; Jeltsch, S.; Müller, E.; Müller, P.; Petrovici, M.A.; Schmuker, M.; Brüderle, D.; Schemmel, J.;
Meier, K. Six networks on a universal neuromorphic computing substrate. Front. Neurosci. 2013, 7. [CrossRef]
[PubMed]
69. Schmuker, M.; Pfeil, T.; Nawrot, M.P. A neuromorphic network for generic multivariate data classification.
Proc. Natl. Acad. Sci. USA 2014, 111, 2081–2086. [CrossRef] [PubMed]
70. Diamond, A.; Schmuker, M.; Berna, A.Z.; Trowell, S.; Nowotny, T. Classifying continuous, real-time e-nose
sensor data using a bio-inspired spiking network modelled on the insect olfactory system. Bioinspir. Biomim.
2016, 11, 026002. [CrossRef] [PubMed]
71. Imam, N.; Cleland, T.A.; Manohar, R.; Merolla, P.A.; Arthur, J.V.; Akopyan, F.; Modha, D.S. Implementation
of olfactory bulb glomerular-layer computations in a digital neurosynaptic core. Front. Neurosci. 2012, 6, 83.
[CrossRef] [PubMed]
72. Guerrero-Rivera, R.; Pearce, T.C. Attractor-based pattern classification in a spiking fpga implementation
of the olfactory bulb. In Proceedings of the 2007 3rd International IEEE/EMBS Conference on Neural
Engineering, Kohala Coast, HI, USA, 2–5 May 2007; pp. 593–599.
73. Huang, P.C.; Rabaey, J.M. A bio-inspired analog gas sensing front end. IEEE Trans. Circuits Syst. I Regul. Pap.
2017, PP, 1–13. [CrossRef]
74. Bernabei, M.; Persaud, K.C.; Pantalei, S.; Zampetti, E.; Beccherelli, R. Large-scale chemical sensor array
testing biological olfaction concepts. IEEE Sens. J. 2012, 12, 3174–3183. [CrossRef]
75. Martinelli, E.; Dini, F.; Pennazza, G.; Canosa, M.; D’Amico, A.; Di Natale, C. A novel bio-inspired digital
signal processing method for chemical sensor arrays. In Biologically Inspired Signal Processing for Chemical
Sensing; Gutiérrez, A., Marco, S., Eds.; Springer: Berlin/Heidelberg, Germany, 2009; pp. 109–120.
76. Abdel-Aty-Zohdy, H.S.; Allen, J.N.; Ewing, R.L. Spiking neural network e-nose classifier chip. In Proceedings
of the IEEE 2010 National Aerospace and Electronics Conference (NAECON), Fairborn, OH, USA, 14–16 July
2010; pp. 374–378.
77. Hsieh, H.Y.; Tang, K.T. Vlsi implementation of a bio-inspired olfactory spiking neural network. IEEE Trans.
Neural Netw. Learn. Syst. 2012, 23, 1065–1073. [CrossRef] [PubMed]
78. Pan, C.H.; Hsieh, H.Y.; Tang, K.T. An analog multilayer perceptron neural network for a portable electronic
nose. Sensors 2012, 13, 193–207. [CrossRef] [PubMed]
79. Chicca, E.; Schmuker, M.; Nawrot, M.P. Neuromorphic Sensors, Olfaction; Springer: Berlin, Germany, 2014.
80. Raman, B.; Sun, P.A.; Gutierrez-Galvez, A.; Gutierrez-Osuna, R. Processing of chemical sensor arrays with a
biologically inspired model of olfactory coding. IEEE Trans. Neural Netw. 2006, 17, 1015–1024. [CrossRef]
[PubMed]
Sensors 2017, 17, 2591 15 of 16
81. Pearce, T.C.; Karout, S.; Racz, Z.; Capurro, A.; Gardner, J.W.; Cole, M. Rapid processing of chemosensor
transients in a neuromorphic implementation of the insect macroglomerular complex. Front. Neurosci. 2013,
7, 119. [CrossRef] [PubMed]
82. Jing, Y.-Q.; Meng, Q.-H.; Qi, P.-F.; Zeng, M.; Liu, Y.-J. Signal processing inspired from the olfactory bulb for
electronic noses. Meas. Sci. Technol. 2017, 28, 015105. [CrossRef]
83. Yuan, C.-L.; Lin, S.-W. Detection of organic chemical vapors with a mwnts-polymer array chemiresistive
sensor. Mater. Sci.-Pol. 2014, 32, 50–58. [CrossRef]
84. Peng, G.; Tisch, U.; Adams, O.; Hakim, M.; Shehada, N.; Broza, Y.Y.; Billan, S.; Abdah-Bortnyak, R.; Kuten, A.;
Haick, H. Diagnosing lung cancer in exhaled breath using gold nanoparticles. Nat. Nanotechnol. 2009, 4,
669–673. [CrossRef] [PubMed]
85. Benkstein, K.D.; Raman, B.; Montgomery, C.B.; Martinez, C.J.; Semancik, S. Microsensors in dynamic
backgrounds: Toward real-time breath monitoring. IEEE Sens. J. 2010, 10, 137–144. [CrossRef]
86. Chandaran, U.D.; Halim, Z.A.; Sidek, O.; Darah, I.; Mohamad-Salleh, J.; Mohamad, N.; Rashidah, A.R.
Electronic nose to detect sulphate reducing bacteria which is an agent of corrosion. In Proceedings of the
2010 International Conference on Computer and Communication Engineering (ICCCE), Kuala Lumpur,
Malaysia, 11–12 May 2010; pp. 1–4.
87. Padmashri, P.A.; Aniroodha, P.V. Nanoparticle films for gas sensing applications: Greener approaches.
J. Environ. Res. Dev. 2014, 9, 196.
88. Baschirotto, A.; Capone, S.; D’Amico, A.; Di Natale, C.; Ferragina, V.; Ferri, G.; Francioso, L.; Grassi, M.;
Guerrini, N.; Malcovati, P.; et al. A portable integrated wide-range gas sensing system with smart A/D
front-end. Sens. Actuators B Chem. 2008, 130, 164–174. [CrossRef]
89. Brunet, E.; Maier, T.; Mutinati, G.C.; Steinhauer, S.; Köck, A.; Gspan, C.; Grogger, W. Comparison of the
gas sensing performance of SnO2 thin film and SnO2 nanowire sensors. Sens. Actuators B Chem. 2012, 165,
110–118. [CrossRef]
90. Wang, L.C.; Tang, K.T.; Chiu, S.W.; Yang, S.R.; Kuo, C.T. A bio-inspired two-layer multiple-walled carbon
nanotube-polymer composite sensor array and a bio-inspired fast-adaptive readout circuit for a portable
electronic nose. Biosens. Bioelectron. 2011, 26, 4301–4307. [CrossRef] [PubMed]
91. Kea-Tiong, T.; Shih-Wen, C.; Meng-Fan, C.; Chih-Cheng, H.; Jyuo-Min, S. A low-power electronic nose
signal-processing chip for a portable artificial olfaction system. IEEE Trans. Biomed. Circuits Syst. 2011, 5,
380–390.
92. Wang, L.-C.; Su, T.-H.; Ho, C.-L.; Yang, S.-R.; Chiu, S.-W.; Kuo, H.-W.; Tang, K.-T. A bio-inspired two-layer
sensing structure of polypeptide and multiple-walled carbon nanotube to sense small molecular gases.
Sensors 2015, 15, 5390–5401. [CrossRef] [PubMed]
93. Wang, L.C.; Tang, K.T.; Teng, I.J.; Kuo, C.T.; Ho, C.L.; Kuo, H.W.; Su, T.H.; Yang, S.R.; Shi, G.N.; Chang, C.P.
A single-walled carbon nanotube network gas sensing device. Sensors 2011, 11, 7763–7772. [CrossRef]
[PubMed]
94. Gardner, J.W.; Guha, P.K.; Udrea, F.; Covington, J.A. Cmos interfacing for integrated gas sensors: A review.
IEEE Sens. J. 2010, 10, 1833–1848. [CrossRef]
95. Raman, B.; Ito, I.; Stopfer, M. Bilateral olfaction: Two is better than one for navigation. Genome Biol. 2008, 9,
212. [CrossRef] [PubMed]
96. Hassan, M.; Bermak, A.; Ali, A.A.S.; Amira, A. Gas identification with spike codes in wireless electronic
nose: A potential application for smart green buildings. In Proceedings of the 2015 SAI Intelligent Systems
Conference (Intellisys), London, UK, 10–11 November 2015; pp. 457–462.
97. Pearce, T.C.; Karout, S.; Capurro, A.; Rácz, Z.; Cole, M.; Gardner, J.W. Robust ratiometric infochemical
communication in a neuromorphic “synthetic moth”. In Proceedings of the Second International Conference
Biomimetic and Biohybrid Systems: Living Machines 2013, London, UK, 29 July–2 August 2013; Lepora, N.F.,
Mura, A., Krapp, H.G., Verschure, P.F.M.J., Prescott, T.J., Eds.; Springer: Berlin/Heidelberg, Germany, 2013;
pp. 204–215.
98. De Araujo, I.E.; Rolls, E.T.; Kringelbach, M.L.; McGlone, F.; Phillips, N. Taste-olfactory convergence and
the representation of the pleasantness of flavour, in the human brain. Eur. J. Neurosci. 2003, 18, 2059–2068.
[CrossRef] [PubMed]
99. Cole, M.; Covington, J.A.; Gardner, J.W. Combined electronic nose and tongue for a flavour sensing system.
Sens. Actuators B Chem. 2011, 156, 832–839. [CrossRef]
Sensors 2017, 17, 2591 16 of 16
100. Krantz-Rülcker, C.; Stenberg, M.; Winquist, F.; Lundström, I. Electronic tongues for environmental monitoring
based on sensor arrays and pattern recognition: A review. Anal. Chim. Acta 2001, 426, 217–226. [CrossRef]
101. Del Valle, M. Bioinspired sensor systems. Sensors 2011, 11, 10180–10186. [CrossRef] [PubMed]
102. Maamor, H.N.; Rashid, F.N.A.; Zakaria, N.Z.I.; Zakaria, A.; Kamarudin, L.M.; Jaafar, M.N.; Shakaff, A.Y.M.;
Subari, N.; Yusuf, N.; Ismail, S.W.M.; et al. Bio-inspired taste assessment of pure and adulterated honey
using multi-sensing technique. In Proceedings of the 2014 2nd International Conference on Electronic Design
(ICED), Penang, Malaysia, 19–21 August 2014; pp. 270–274.
© 2017 by the authors. Licensee MDPI, Basel, Switzerland. This article is an open access
article distributed under the terms and conditions of the Creative Commons Attribution
(CC BY) license (http://creativecommons.org/licenses/by/4.0/).
